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The Stackable Non-Skid Tray is an accessory for the  ROTO-SHAKE GENIE®. The Stackable tray sits 
on top of the standard tray supplied with the ROTO- SHAKE GENIE® doubling the capacity of 
specimens being “rocked”.   
 
OPERATING INSTRUCTIONS 
 

1. Power “OFF” the ROTO-SHAKE GENIE.   Place the Stackable Non-Skid Tray on top of the Non-
Skid Tray supplied with the ROTO-SHAKE GENIE. 

2. Power “ON” the ROTO-SHAKE GENIE with the SPEED set at “1”. Slowly ramp up to faster speed.   
 
 

CAUTION! Do not start operation of the ROTO-SHAKE G ENIE with the Stackable Non-Skid Tray at a high spe ed setting. 
Start at speed “1” and slowly amp up to faster spee d.  

 
 
CARE AND HANDLING 
The ROTO-SHAKE GENIE Stackable Non-Skid Tray should be given the care normally required for any 
piece of laboratory equipment.  The finish can be washed with a damp cloth and soap or mild detergents. 
Keep the item clean by immediately blotting any spills.  
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