
MAGNETIC PLATFORM
ASSEMBLY INSTRUCTIONS

Carefully unpack all items. The magnetic platform is shipped separate from the housing and must be assembled
(see figure below). To assemble the platform:

1. Unscrew the lock shaft (1) from the right side of the housing (2) and remove it from the hole.

2. Affix the platform (3) into the housing with the hex hole (4) facing left, and the lock release (5) facing right, as
shown. Rotate the platform to line up the hex shaft (6) with the hex hole and slide it onto the hex shaft.

3. Depress and hold the lock release. Slide the lock shaft through the hole in the housing into the platform. Carefully
screw the lock shaft fully into place - do not force it. Hand tighten only. Release the lock release.

Roto-Shake Genie® Enviro-Genie® Incubator-Genie™

SI-1100 SI-1200 SI-1400
SI-1101 SI-1201 SI-1401
SI-1102 SI-1202 SI-1402
SI-1103 SI-1203 SI-1403
SI-1104 SI-1204 SI-1404
SI-1105 SI-1205 SI-1405
SI-1106 SI-1206 SI-1406

NOTE: Magnetic platform may be used in the following models:
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